
Evaluation of a Simple, Inexpensive Dialysis
Sampler for Small Diameter Monitoring Wells

by Thomas Harter and Samer Talozi

Introduction
In situ monitoring of ground water with dialysis samplers

is a well-established ground water monitoring technique,
particularly for measuring ground water quality profiles in
multilevel sampling wells (Ronen et al. 1986; Dasika and
Atwater 1995). Sampling by dialysis is the most common of
three in situ chemical fractionation methods to monitor water
quality by passive sampling, and the only one of these meth-
ods used in ground water studies (Davison et al. 2000). Dial-
ysis samplers are based on the principle of diffusional
equilibration. That is, a small (few milliliters to few tens of
milliliters) sampling vial or sampling bag with a semiperme-
able membrane lid or wall is filled with a sampling medium
(in ground water applications, this is typically deionized
water). This is also referred to as the sequestering phase. The
sampler is deployed in an aqueous environment (e.g., well),
where passive diffusion through the semipermeable mem-
brane allows the water quality in the sampling medium to

equilibrate with that in the surrounding aqueous environment
over the course of a few hours, days, or weeks. Both polar
membranes, such as regenerated cellulose and nonpolar
membranes (Tygon�, Teflon�, cellulose acetate, polycarbon-
ate, polysulfone, polyethylene, polypropylene, and others)
are used. The type of membrane determines which solutes
pass into the sampling medium. Polar membranes are suit-
able for sampling common ionic solutes in ground water, as
well as organic solutes with relatively low molecular weight.
Nonpolar dialysis membrane samplers are primarily used for
monitoring organic contaminants, dissolved gases, and
volatile organic carbons (VOCs). Instead of aqueous solu-
tions, some applications use organic solvents in the seques-
tering phase to monitor, for example, environmental organic
contaminant uptake in marine and aquatic organisms (Söder-
gren 1987; Prest et al. 1995; Chapman 2000).

Dialysis samplers are also referred to as passive diffusion
samplers (Divine and McCray 2004), passive diffusion bag
samplers (Vroblesky and Hyde 1997; Vroblesky 2001),
semipermeable membrane devices (Prest et al. 1995; Chap-
man 2000), or simply as passive samplers. Diffusive equili-
bration in thin films (DET) is a similar method to dialysis
samplers. The term is used for samplers with a hydrogel thin
film rather than a solution as the sampling medium. Diffusive
gradients in thin films (DGT), which also use a hydrogel, 
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do not rely on equilibrium, but rather separate chemical
species kinetically onto a binding layer underneath the
hydrogel (Davison et al. 2000). DET and DGT have, to our
knowledge, not been used in ground water applications.

Although dialysis samplers are very common, such as for
sediment pore water monitoring (Hesslein 1976; Peiffer et al.
1999; Davison et al. 2000), few publications exist that
describe the use of dialysis samplers in ground water studies.
An excellent and uniquely exhaustive review of in situ dial-
ysis, DET, and DGT sampling techniques by Davison et al.
(2000) listed only six publications describing methods and
applications of the dialysis technique in ground water
(Dasika and Atwater 1995; Kaplan et al. 1991; Rettinger et
al. 1991; Ronen et al. 1986; Ronen et al. 1987; Weisbrod et
al. 1996). Recently, low density polypropylene (LDPE) dial-
ysis samplers have been extensively tested for monitoring
VOC contamination in ground water and surface water
(Vroblesky and Hyde 1997; Vroblesky 2001; U.S. Air Force
2003). The Interstate Technology Regulatory Council
(ITRC) maintains a Web-based information center on dialy-
sis samplers (there called diffusion samplers), which focuses
primarily on the use of LDPE samplers (www.itrcweb.org).
The lack of more studies that describe the use of cellulose-
based dialysis samplers for monitoring dissolved inorganic
constituents in ground water encouraged us to share our
experiences with a modest but potentially very useful proto-
col for ambient ground water monitoring studies.

Dialysis samplers have several advantages over other
ground water sampling methods. (1) They do not require the
removal (and disposal) of large amounts of well water prior
to sampling. (2) They measure water quality under natural
conditions without external forcing (passive sampling). (3)
They can be used to sample water quality with a high degree
of spatial resolution, hence their primary use in multilevel
ground water samplers.

A fourth and not unimportant advantage is the potential
ease of use and the low expense of the sampling equipment.
A simple sampler design can be quickly assembled in a mod-
estly equipped workshop from materials that are readily
available in a hardware store. Ease of use and low cost are
critical, as small diameter monitoring wells (with no perma-
nent pumps installed) become more common not only at
industrial contamination sites administered by professional
consultants, but also among some homeowners affected by
ground water pollution, and especially among farmers
responsible for monitoring agrochemical residues, particu-
larly nitrate, in shallow ground water. In developing coun-
tries, these samplers may provide a low-cost alternative to
other ground water monitoring techniques.

A key concern in the use of dialysis samplers is the time
needed for equilibration between ambient ground water qual-
ity, ground water quality in the well, and solute concentration
in the sampling device (Divine and McCray 2004). In our
case, the deployment of the dialysis sampler was also limited
due to relatively warm ground water (21°C) and potentially
significant microbial activity from waste water discharge
into ground water. High temperature and the presence of
microbes are known to significantly shorten the longevity of
the regenerated cellulose membranes (Dasika and Atwater
1995). Few data exist that evaluate the field performance of

the cellulose membrane dialysis sampler, especially for use
in relatively warm, shallow ground water with potentially
elevated salinity and elevated microbial activity.

The goal of our work is fourfold. First is to develop a
design for an inexpensive, robust, and homemade small
diameter monitoring well sampling technique that can mea-
sure salinity and nitrate concentrations in monitoring wells.
Second is to establish the necessary equilibration time and
test the accuracy of the sampler for nitrate and salinity mon-
itoring under laboratory conditions. Third is to investigate
the performance of these samplers under field conditions,
particularly when potentially significant concentration gradi-
ents exist along the screened interval of a monitoring well.
And fourth, to apply them to study nitrate and salinity pro-
files in 2.5 and 5.1 cm ground water monitoring wells com-
pleted in the top 7 m of a sandy alluvial aquifer that has been
impacted by fertilizer and animal waste applications. Nitrate
and salinity are of specific concern, since these are the most
widespread ground water pollutants (U.S. Geological Survey
1999).

Methods

Simple Dialysis Membrane Sampler Design
The simple dialysis membrane sampler consists of a small

diameter, regenerated cellulose-based dialysis membrane bag
(referred to as “sausage” by Dasika and Atwater [1995]) that
is inserted into a protective, open cage. The following pro-
vides details of the design and preparation protocol.

Dialysis membrane bags were prepared from a 30 m role
of regenerated cellulose membrane tubing readily available
from scientific/medical supply catalogues or directly from
the manufacturer (Spectra/Por 1 tubing with 6000 to 8000
Dalton MWCO, Spectrum Laboratories, Rancho Dominga,
California). The membrane has a nominal pore size of 18 Å
and a nominal wall thickness of 50 µm (wetted). For appli-
cations in 2.5 and 5.1 cm diameter monitoring wells, we used
14.6 mm diameter membrane tubing (larger diameter tubing
is also available), which holds 1.7 mL/cm of tubing. Individ-
ual bags were prepared and handled using latex gloves. Sec-
tions, 30 cm each, were cut from the membrane tubing, then
washed and triple-rinsed in deionized water to remove glyc-
erol and sulfides, which are used as plasticizer and for tubing
preservation (precleaned membrane tubing is available from
some manufacturers). The clean tubing was filled with
deionized water and tie-sealed at both ends using nylon or
ePTFE tape (dental floss). The dialysis membrane bag con-
tained ~47 mL of water. The bags were suspended in a 18.5
mm diameter, 30 cm long cage to protect the membrane bag
against scraping along the monitoring well casing, to protect
it against surface contamination during the placement and
extraction of the sampler, and to provide a weight. The cages
were built using three 32 cm threaded steel rods, two 18.5
mm washers with three predrilled holes in each, and 12 zinc
nuts to tie the washers in place at the top and bottom of the
three rod sections (Figure 1). After the dialysis membrane
bags were prepared in the lab on the day of use, they were
stored in a cooled amber container filled with deionized
water. For deployment, the bags were tied into the cages
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using ePTFE tape. The complete assembly of a dialysis
membrane bag in a cage is subsequently referred to as the
dialysis sampler.

At the end of the predetermined equilibration period
(subsequently described), the dialysis samplers were pulled
from the well (or, in the case of the laboratory studies, from
the well simulation container). The dialysis membrane bags
were removed from the cages and carefully shaken to
remove any water on the outside of the membrane. At one
end of the bag, water was pressed away and the bag carefully
clipped with scissors, a procedure also tested by Ehlke et al.
(2004) in conjunction with VOC sampling. The sample water
was then gently pressed out of the bag into a sample bottle.
Sample bottles were cooled and stored at 4°C until analysis.
Samples were analyzed for NO3-N using the diffusion-con-
ductivity analyzer (Carlson 1978). The method has a detec-
tion limit of ~0.05 mg/L with a precision of better than 1%
relative percent deviation. Electric conductivity (salinity)
was measured with a conductivity meter (detection limit of
0.01 mmhos/cm, generally reproducible within 7%).

Laboratory Test 1
A laboratory test was conducted to evaluate the accuracy

of the dialysis sampler and to determine the appropriate equi-
libration period under relatively warm ambient temperature
conditions. A 150 L amber polypropylene container was
filled with 115 L of water pumped from one of the monitor-
ing wells used in the field study (test solution). The container
was stored at 21°C, the in situ ground water temperature of
the field experiment. The 21°C temperature was maintained
throughout the experiment. Twelve dialysis samplers were
suspended vertically in the test solution and the container
was sealed (no air circulation and no light). Two to three
times per day, the test solution in the container was gently
stirred to allow for good mixing and uniform equilibration
among the membrane samplers. A set of three dialysis sam-
plers was removed after each of the following equilibration
times—24, 72, 96, and 168 h. Immediately before the initial

placement of the samplers on day 0 and immediately after
removing each set, the test solution in the container was
mixed and two separate 60 mL test solution samples were
collected. All samples were cooled and stored at 4ºC until
analysis.

Laboratory Test 2
To test the sampling procedure over a wide range of

nitrate concentrations, a simplified version of laboratory test 1
was repeated for ground water from four different monitoring
wells, each with different nitrate concentrations. In this test,
ground water (test solution) from each of four wells was split
into three 200 mL amber polypropylene container bottles
(three replicates per well). One dialysis sampler was placed in
each bottle, and the bottles were sealed and stored at 21°C for
4 d with occasional stirring. Immediately prior to the initial
sampler placement and immediately after removing the sam-
plers on the last day, the test solution in each bottle was stirred
and a representative sample collected. All samples were
cooled and stored at 4ºC until analysis. Test 2 samples were
analyzed for NO3-N only.

Field Sampling
The field experiment was conducted in a monitoring well

network consisting of 2.5 and 5.2 cm PVC monitoring wells.
The wells were constructed to ~9 m depth and screened from
~2.4 to ~8.4 m (exact screen intervals vary by up to 0.9 m
among wells). Depth to water table was variable and ranged
from 2 to 4 m. The shallow alluvial aquifer material con-
sisted predominantly of fine sand with intercalated sandy
loam and loam. The estimated hydraulic conductivity was
18 m/d (Harter et al. 2002). Depending on location, water
quality in the monitoring wells was variably affected by irri-
gation and commercial fertilization of corn and small grain
crops, by cattle manure amendments (liquid and solid) to
field crops, by manure deposition in feedlots, by septic tank
leach fields, or by leaching from liquid manure storage
basins (Harter et al. 2002).

We used a simple, open multilevel sampling (oMLS)
configuration to define the average nitrate and salinity con-
centration across the screened interval of the monitoring
well, and to study the vertical nitrate and salinity distribution
within the fully screened section of the monitoring well (the
top ~4.5 to 6 m of the aquifer). In contrast to Dasika and
Atwater (1995), Ronen et al. (1986), and Ronen et al. (1991),
we did not use spacers that prevented water circulation inside
the well casing. Hence, our design did not require the pre-
assembly of a long, rigid tool string for insertion into the
well. Instead, three dialysis samplers were hung in series
using a single string of nylon or ePTFE tape. They were
placed at depths of 0.6, 2.7, and 4.8 m below the water table
(~3, 5.1, and 7.2 m below ground surface). The oMLS sam-
pling string was slowly inserted into the well to minimize
perturbations in the water column inside the monitoring well.
After an equilibration time of 4 d, the oMLS sampling string
was quickly removed from the well and sampled according
to the aforementioned protocol. A total of 43 wells were
sampled in the early fall, after completion of the irrigation
season; 40 of these 43 wells were resampled nine months
later during the middle of the following irrigation season.
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Figure 1. Schematic diagram (not to scale) illustrating the
design of our cage dialysis sampler. Three cages are strung in
series using inert nylon tape and are lowered into a small diam-
eter monitoring well.
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Each oMLS field sampling occurred 4 weeks after the
last and immediately prior to the next scheduled regular
monitoring well sampling. Regular well sampling was per-
formed using a peristaltic pump in the 2.5 cm wells and a
variable-speed submersible pump in the 5.1 cm wells. For the
regular sampling, ~5 to 10 well volumes of water were
removed prior to sampling, which provided a thoroughly
mixed sample of formation water. Pumps are placed in the
center of the screened section; however, pump depth location
(top, center, or bottom) and purging volume (10 to 1000 well
volumes) have been shown to have negligible impact on
water quality (Harter et al. 2002). Estimated ground water
pore velocities are in excess of 10 cm/d (Harter et al. 2002).
A four week period between regular sampling and oMLS
testing was therefore considered more than sufficient time to
allow for natural gradient and solute stratification conditions
to return to the aquifer immediately around and the well. The
oMLS test was also scheduled to occur during a period with
minimal impact on the water level or solute concentration
from nearby field irrigations, nearby pumping, or from pre-
cipitation. Within 2 d after the oMLS sampling completion,
a regular ground water sample was obtained for comparison
to the oMLS samples. Again, no precipitation or nearby irri-
gations occurred during those days.

Results and Discussion

Laboratory Testing
For both test solution and dialysis sampler samples, the

coefficient of variation among experiment 1 replicates of
electrical conductivity (EC) and NO3-N measurements was
< 1%, resulting in narrow confidence intervals. An exception
are early test solution EC samples on days 0, 1, and 3 (Fig-
ure 2, top). Differences between dialysis sampler NO3-N and
test solution NO3-N were significant, albeit small (4% to
5%). Differences in NO3-N persisted over the 7 d exposure
period (Figure 2, center), while sampler EC asymptotically
reached test solution EC after 4 d (< 1% difference). In other
test solutions (experiment 2), differences between the aver-
age of the replicate test solution and the replicate membrane
sample concentrations were equally small or smaller (0.3%
to 4%) with membrane sample concentrations consistently
above those observed in the test solution samples (Figure 2,
bottom). Overall, it appeared that near-equilibrium condi-
tions were achieved in < 1 d. An exposure time of 3 to 4 d
was therefore considered sufficient to obtain a sample that is
within 5% of the ambient EC and NO3-N concentration. We
use the additional equilibration time after day 1 primarily to
assure that any mixing effects in the well from the initial
placement of the samplers are reverted to natural conditions.

An equilibration period of ~1 d to a few days is consis-
tent with findings in previous experimental work on the per-
formance of regenerated cellulose membrane samplers
(Harper et al. 1997; Davison et al. 2000; Ehlke et al. 2004).
Equilibration times vary with the size and shape of the sam-
pler, the solute of interest, and the semipermeable membrane
material. For applications in wells with small diameter dial-
ysis membrane samplers, it is reasonable to assume sustained
mixing of the solution around the dialysis sampler and good

diffusional mixing within the sampling medium. Under those
conditions, Fick’s first law of diffusion has been used to esti-
mate equilibration time in thin membrane samplers (Brandl
and Hanselmann 1991; Sanford et al. 1996; Divine and
McCray 2004):

(1)t 5  

F
km

 ln c  

C0

C0 2 Ct
 d
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Figure 2. Test solution and dialysis sampler concentrations for
EC (top) and NO3-N (center) over a 7d placement period using
ground water from well E as test solution (experiment 1). At
the bottom is a comparison of sampler and test solution NO3-N
on day 4 after placement in test solutions obtained from wells
A through E (experiment 2). Vertical bars indicate 95% confi-
dence interval of the mean.



where the design factor F (cm) is the ratio of sampler volume
to membrane surface area; the membrane permeation coeffi-
cient km (cm/s) is effectively the ratio of the species diffusion
coefficient in the membrane, Dm (cm2/s), to the thickness of
the membrane, L (cm); C0 is the constant concentration in the
solution (i.e., ground water) around the sampler; and Ct is the
concentration in the sampling solution at time t (s). The solu-
tion (Equation 1) assumes that Ct at time 0 is zero and that
F > L (Sanford et al. 1996). Given the estimated ground
water velocity of 10 cm/d, we can assume relatively sus-
tained mixing of solutes around the sampler. For our sausage
design, the design factor, F = 0.37 cm, is much lower than in
the vial-based samplers with small membrane lids (Ronen et
al. 1986; Peiffer et al. 1999) leading to shorter equilibration
time and to faster diffusional mixing within the sampling
medium.

Diffusion coefficients of common salts and nitrate within
the regenerated cellulose membranes are not generally
known and must be estimated experimentally. By rearrang-
ing Equation 1, we obtain

(2)

Ehlke et al. (2004) found that equilibration times of bromide
and iron were < 3 d. Using Equation 2 and assuming 95%
equilibration, Dm of bromide and iron is found to be at least
~10–7 cm2/s or two orders of magnitude smaller than their
diffusion coefficient in dilute aqueous solutions. Our equili-
bration experiments (t95% < 1 d) suggest that Dm for EC
(major anions and cations) and for nitrate are also on the
order of 6 × 10–8 to 10–7 cm2/s (also approximately two
orders of magnitude lower than the diffusion coefficient in
dilute aqueous solutions). Hence, minimum equilibration
times for regenerated cellulose samplers with other geomet-
ric configurations and most inorganic anions or cations can
be estimated from Equation 1 by conservatively using Dm =
5 × 10–8 cm2/s and the appropriate design factor F.

Field Testing
Nitrate-N concentration in the membrane samples ranged

from < 1 to > 100 mg/L. EC ranged from < 0.4 to > 4 mS/cm.
Generally, there was a good agreement between the mean
NO3-N and EC values of the three membrane samples
(equivalent to a composite sample) and those of the regular
well samples (Figure 3). The squared correlation coefficient
between average membrane and regular sampling results was
97% for EC (both years) and 93% and 95% for years 1 and
2, respectively, in the case of NO3-N (Figure 3, which does
not include four outliers). While the slope of the regressions
are nearly 1:1 (Figure 3), there are significant offsets (y-axis
intercept) in the regression of the EC that reflect the positive
bias in the mean dialysis sampler EC values relative to the
typically smaller regular sample EC values. A similar bias
toward higher mean dialysis membrane values (compared to
regular samples) is observed only in year 1 of the NO3-N
samples. There, the y-axis intercept is small, but the regres-
sion slope is much steeper than 1. The absolute differences
between mean membrane values and regular sample values
are near-exponentially distributed with a geometric mean of

Dm 5  

F L
t

 ln c  

C0

C0 2 Ct
 d

5.1 mg/L NO3-N and 0.14 mS/cm EC (5.4 mg/L and 0.16
mS/cm, respectively, if the four outliers are considered).

Because of the time delay and the shallow sampling loca-
tion, it is plausible that small changes in concentration may
have occurred over the 1 to 2 d period between the dialysis
sampling and the regular sampling. However, changes would
be uncorrelated between wells and would not produce the
observed bias. In addition, changes over 2 d within individ-
ual wells should be relatively small (< 10% of their average
value in the membrane samples).

Concentration differences between samples collected by
dialysis samplers and samples obtained from pumping may
also be caused by the differences in sample volumes: The
pumped well samples are representative of a volume of water
equal to approximately five times the volume of the screened
monitoring well section. The oMLS assembly with the dial-
ysis membrane samplers samples from a significantly
smaller and discrete volume, although not as small as the
sampler itself; the concentration represents an average con-
centration of all water that has passed the sampler during the
12 to 48 h period prior to sampling. The fact that nitrate-N
samples obtained from the membrane samplers tend to be
slightly higher than those obtained from ground water is con-
sistent with the lab experiment.
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Figure 3. Regression of mean oMLS dialysis sampler concen-
trations (composite value, y-axis) against concentration of
pumped well sample. Nitrate-N data are shown at top, EC data
at bottom, year 1 data at left, year 2 data at right. Regression
equations and r2 values appear above the respective panels.
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EC Profiles
In ~27.5% of the sample profiles, the profile was non-

monotonic; that is, the center value was either higher or
lower (by at least 5%) than both the top and bottom values
(Figure 4). Another 24.2% had density-stable salinity pro-
files with depth-increasing concentration. Salinity differ-
ences of up to 47% were observed within individual oMLS
profiles. Only one EC sample set had a salinity decrease with
depth; however, the difference was < 10% or 0.14 mS/cm
between the top and bottom of the well, and the difference
did not persist into the second year. The remaining nearly
half of the oMLS samples appeared to be well mixed with
respect to salinity. The data indicate that salinity gradients
within the monitoring wells are usually density stable; i.e.,
salinity is uniform or increases with depth within the water
column of the monitoring well.

Nitrate-N Profiles
Only 20% of the nitrate-N profiles were thoroughly

mixed along the well profile (Figure 4). Most of those spe-
cific profiles (90%) occurred in wells, where salinity was
also well mixed across the profile. Eight samples (~10%) had
a nitrate profile that decreased with depth. In those cases, the
maximum concentration difference within a profile averaged
6 mg/L and did not exceed 17 mg/L. The minimum or max-
imum concentration in the center sample at levels that were
significantly different from either the top or the bottom (non-
monotonic profiles) were found in 36.0% of the samples.
The remaining 33.9% of the profiles were characterized by
depth-increasing nitrate-N concentration, although only half
of those profiles (or 17% of all samples) coincided with
depth-increasing salinity profiles (Table 1).

Maximum concentration differences within the group of
depth-increasing NO3-N profiles averaged 22 mg/L and were

as large as 45 to 60 mg/L (Figure 4). We also found that the
differences between the average dialysis sampler profile con-
centrations and those observed in the pumped samples did
not show any significant correlations with the profile behav-
ior. For example, for those wells with either well-mixed pro-
files or profiles that had decreasing NO3-N with depth, the
geometric mean absolute difference between mean dialysis
sampler profile NO3-N and pumped well sample NO3-N was
5.9 mg/L. It was 5.2 mg/L for all other profiles. In the case
of EC, the difference was somewhat larger—0.20 and 0.13
mS/cm, respectively.

Other than indicating significant nonuniformity, the data
from the oMLS setup do not permit any inference on the in
situ profiles in the native aquifer formation. It is possible that
the measured nitrate-N and salinity profile correspond to
similar profiles in the formation. The fact that only density-
stable salinity profiles are found is to be expected. The exper-
imental design does not tell us whether those wells with
observed gradients are limited to locations where similar
(density-stable) gradients exist in the formation outside the
well. In those monitoring wells that are located in a forma-
tion with a significant inverse density gradient, higher salin-
ity (higher density) water entering near the top of the screen
would likely migrate within the open casing or screen toward
the bottom of the well. Inverse density gradients in the for-
mation may occur, e.g., after applications of manure-laden
irrigation water, which may have significantly higher salin-
ity than ground water. Whether the density adjustment in the
well casing is laminar or leads to turbulent mixing is not evi-
dent from our data.

While nonuniform concentrations and significant water
quality differences appeared to be common in the monitoring
well profiles at this site, the 2.1 m vertical spacing between
samplers was an adequate vertical sampling frequency to
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Figure 4. Comparison of the concentration profile obtained from the three oMLS dialysis membrane samplers at 10, 17, and 24 ft
(3, 5.1, and 7.2 m, respectively) depth with the pumped well sample concentration (well). Nitrate-N data are shown at top, EC data
at bottom, year 1 data at left, year 2 data at right. Each vertical quadruplet of symbols belongs to the same well. Nitrate-N data above
160 mg/L are not shown.



provide a composite (averaged) EC and NO3-N concentra-
tion that is within 10% of the regularly measured well con-
centration. The 2.1 m spacing is similar to the 1.5 m spacing
recommended by the ITRC dialysis sampler workgroup
(www.itrcweb.org) for sampling VOCs with LPDE dialysis
samplers.

Cost and Comparison to Other Sampling Methods
One of the main advantages of the regenerated cellulose

membrane sample is its low cost and simple handling. The
cost of 120 oMLS samplers (sufficient to simultaneously
sample 40 wells) is approximately $50 for cage materials and
$120 for disposable materials (membrane bags) (or $0.40 per
sampler in initial hardware investment and $1 per sampler in
disposable material). For the oMLS design, the cost of dis-
posable materials, as well as analytical cost, can be drasti-
cally reduced by constructing shorter membrane bags (5 to
10 cm length—cost $0.20 to $0.40 per sampler) and by com-
bining all samples of the oMLS string into a single compos-
ite sample prior to analysis. Cage materials are commonly
available at hardware stores. Cellulose membranes (e.g.,
Spectrapor�, Cellu-Sep�, Membra-Cel�) can be ordered
from medical/scientific suppliers or via the Internet.

Similarly inexpensive ground water sampling methods
are bailers ($50 to $200) and car battery-operated suction-lift
or submersible pumps ($100 to $300). Bailers require a sig-
nificant amount of physical work, particularly in long 5.1 cm
monitoring wells (to remove the required 3 well volumes of
stagnant water) and in wells with a deep water table. Inex-
pensive suction-lift and peristaltic pumps for small diameter
wells are limited to use in very shallow ground water (total
lift 7 m). Submersible pumps, bladder pumps, and others are
significantly more expensive. At heavily contaminated sites,
disposal of purge water produced by bailing or pumping may
be problematic and expensive. The oMLS samplers require
little physical work, they can be deployed in locations with a

deep water table, and they fit into small diameter monitoring
wells. A key requirement, however, is that the wellbore
experiences sufficient flow-through of native ground water.
Since the deployment time is limited to ~4 d, linear ground
water velocities through the wellbore must be on the order of
at least 0.1 m/d.

A potentially major disadvantage of dialysis samplers is
that they require two trips per well—one for deployment and
one for removal, particularly when using regenerated cellu-
lose membrane bags, which are subject to biodegradation. In
addition, when using dialysis membranes to sample trace
metals or other constituents at low concentrations, more
stringent cleaning procedures may be needed to remove trace
contamination within the manufactured membrane tubing
(Ehlke et al. 2004). This could limit their application by non-
technical users (homeowners, farmers), unless they purchase
precleaned membranes available from some manufacturers.

Conclusions
We show that dialysis membrane samplers with regener-

ated cellulose membranes can be used across a wide range of
ground water salinity, even at elevated ground water temper-
atures, without being compromised by membrane biodegra-
dation. Samplers can be emplaced in warm (21ºC) ground
water monitoring wells with sufficient ground water flow-
through for up to 4 d to allow for diffusional equilibration
with the naturally occurring water in the well casing. Equili-
bration times are < 1 d, indicating that the cellulose mem-
brane diffusion coefficients for salinity and nitrate are on the
order of 6 × 10–8 to 10–7 cm2/s or higher. We applied the dial-
ysis sampler in an oMLS procedure to test water quality
immediately below the shallow water table in an alluvial
aquifer impacted by land application of animal manure and
fertilizer application. Results show that large salinity and, in
particular, nitrate contrasts can exist even over relatively
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Table 1
Statistical Occurrence of Specific Nitrate and EC Concentration Profiles

Nitrate-N EC
Profile Description Year 1 Year 2 Average Year 1 Year 2 Average

Profile is in order (middle value is in
between top and bottom value) 60.5% 67.5% 64.0% 67.4% 77.5% 72.5%

Top > bottom 23.3% 15.0% 19.1% 0.0% 5.0% 2.5%
Top = bottom 25.6% 25.0% 25.3% 58.1% 47.5% 52.8%
Top ≥ bottom and in order 48.8% 40.0% 44.4% 58.1% 52.5% 55.3%
Top < bottom 51.2% 60.0% 55.6% 41.9% 47.5% 44.7%
Top > bottom and in order 11.6% 7.5% 9.6% 0.0% 2.5% 1.3%
Top = bottom and in order 18.6% 22.5% 20.6% 46.5% 47.5% 47.0%
Top ≥ bottom and in order 30.2% 30.0% 30.1% 46.5% 50.0% 48.3%
Top < bottom and in order 30.2% 37.5% 33.9% 20.9% 27.5% 24.2%
Maximum concentration difference

if top ≥ bottom and in order 3.29 2.68 2.98 0.07 0.05 0.06
Maximum concentration difference

if not (top ≥ bottom and in order) 15.25 16.67 15.96 0.35 0.47 0.41

The terms top, middle, and bottom refer to the sample concentration in the top, middle, and bottom dialysis sampler of a monitoring well, respectively.

T. Harter, S. Talozi/ Ground Water Monitoring & Remediation 24, no. 4: 97–105



short (7 m) vertical distances within the screened portion of
a monitoring wellbore. While most wells showed relatively
uniform salinity distribution, 80% of the observed wells had
nonuniform nitrate distributions. Despite the vertical nonuni-
formity, the use of three or more membrane bags placed in
an oMLS configuration along the monitoring well screen at
distances of ~1.5 to 2 m provides results comparable (within
10%) to those obtained by purging and sampling the same
monitoring well with a standard pump or bailer system. The
use of the oMLS setup with membrane samplers is an inex-
pensive well sampling alternative where the use of pumps or
bailers is either not desirable or possible. Samples from mul-
tiple samplers along the well screen can be combined (com-
posite sample) to lower analytical cost. The oMLS design is
useful to detect potential concentration gradients in monitor-
ing wells, although formation specific profiles are only
obtained with a multilevel sampling arrangement that pro-
hibits the vertical exchange of water within the well casing
(Ronen et al. 1986; Ronen et al. 1987).
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